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Foreword 

IS0 (the International  Organization  for Standardization)  is  a worldwide federation  of 
national  standards bodies (IS0 member bodies) .  The work of preparing  International  
Standards is normally carried  out through  IS0 technical  committees.  Each member 

body interested in  a subject for which  a technical  committee has been  establ ished has 
the right to be represented on  that committee.  International  organizations,  govern-  
mental  and  non-governmental ,  in  l iaison  with  ISO,  also take part in  the work.  

Draft International  Standards adopted by the technical  committees are circulated to  

the member bodies for approval  before their acceptance as International  Standards by 
the IS0 Counci l .  They are approved in  accordance with  IS0 procedures requiring  at 

least 75 % approval  by the member bodies voting.  

International  Standard IS0 7740 was prepared  by Technical  Committee ISO/TC 1 70,  
Surgical  instruments.  

Users should  note that al l  International  Standards undergo revision  from time to time 
and that any reference made herein  to  any other International  Standard impl ies i ts 
latest edi tion,  unless otherwise stated.  

International  Organization  for Standardization,  1 985 

Printed in  Switzerland 

                                                                                                                                                                

                                                                                                                                                                

                                                                                                                                                                

                                                                                                                                                                

                                                                                                                                                                                                                                                                                                                                

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 



INTERNATIONAL STANDARD IS0 7740-1 985 (E)  

Instruments for surgery -  Scalpels with  detachable 

blades -  Fitting  dimensions 

0 Introduction 

This International  Standard has been  prepared  to meet the need for good fi tting  and  interchangeabi l i ty of detachable blades for 
scalpels.  

Scalpel  blades and  handles currently in  use are manufactured with  fi tting  dimensions that do not always ensure a satisfactory fi t be-  
tween  blades and  handles manufactured in  di fferent countries or by di fferent manufacturers.  A transitional  period  during  which  the 
fi tting  dimensions specified  in  th is International  Standard may be gradual ly adopted  should  last for five years and  ends therefore on  

31  December 1 990.  

1  Scope and field of appl ication  

This International  Standard  lays down  the dimensions of two sizes of fi tting  features for detachable scalpel  blades and  the handles 

with  which  they are used.  

                                                                                                                                                                

                                                                                                                                                                

                                                                                                                                                                

                                                                                                                                                                

                                                                                                                                                                                                                                                                                                                                

                                                                                          



IS0 7740-1 985 (E)  

2 Fitting  dimensions for blades and handles 

2.1  Small  fi tting  feature (No.  3)  

The fi tting  dimensions for blades and  handles with  a small  fi tting  feature shal l  be in  accordance with  table 1  and  figures 1  and  2.  

Table 1  

Dimensions in  mi l l imetres 

Blade 

Handle 

Fitting  dimensions 

a C d e f 1  

I !z 0,5O min.  max.  min.  max.  min.  max.  min.  max.  min.  

3o” 4,50 4,65 1 7,83 l7,90 2,43 z443 I ,1 8 1 ,23 -  

3o” 440 4,50 1 7,73 1 7,81  2,31  2,41  1 ,1 2 I ,1 7 9 

2.2 Large fi tting  feature (No.  4)  

The fi tting  dimensions for blades and  handles with  a large fi tting  feature shal l  be in  accordance with  table 2  and  figures 1  and 2.  

Table 2  

Dimensions in  mi l l imetres 

Fitting  dimensions 

a C d e f !  

Ik 0,5O min.  max.  min.  max.  min.  max.  min.  max.  min.  
.  I  

Blade 35O 7,50 7,65 24,20 24,27 3,72 3,77 1 ,95 2,00 -  

Handle 35O 7,40 750 24, lO 1  24,1 8 3,60 3,70 I ,= 1 ,93 1 3 
I  4 

                                                                                                                                                                

                                                                                                                                                                

                                                                                                                                                                

                                                                                                                                                                

                                                                                                                                                                                                                                                                                                                                

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 

 
 



IS0 77404985 (E)  

Dimensions in  mi l imetres 

0,42 
0 37 I  

(For the fi  
area only)  

tting  

d C 

Figure 1  -  Detachable blade 

NOTE -  The design of the blade is  intended to be i l lustrative but does not otherwise form part of the requirements laid  down in  this International  

Standard.  

Dimensions in  mi l l imetres 

Figure 2  -  Scalpel  handle 
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